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Abstract. X-ray diffraction technique for residual stresses measurement is usually associated to the 
sin2 ψ method, a method based on the interception of the diffraction cone and line detectors. To 
overcome this loss of information, the cos α method is an alternative method which uses a single 
exposure to collect the entire diffraction cone via a 2D detector. The present paper compares both 
sin2 ψ and cos α methods, through the X-ray elastic constant (XEC) determination of a quenched and 
tempered martensitic steel. The full-cone measurement method demonstrates a smaller scatter and a 
better repeatability of the measurements. This latter point is of considerable interest since larger 
scatter in XEC may result in large variation in residual stress values, especially at high stress levels. 
Introduction  
Aerospace, automotive, and power industries are constantly looking for means to improve fatigue 
life. Many surface-treatment processes, such as laser peening or shot peening, are known to improve 
fatigue life due to introduction of near-surface compressive residual stresses. However, the 
relationship between processes and fatigue life improvement is not fully understood. These surface-
treatment processes introduce a residual stress profile in a shallow region beneath the surface which 
may delay the crack nucleation and/or propagation. Therefore, residual stresses are more and more 
accounted for fatigue life prediction models. Consequently, it is of major concern to assess residual 
stresses with the best possible accuracy. Many characterization techniques, such as hole-drilling, X-
ray diffraction (XRD), or ultrasonics, have been developed during the last century to measure them. 
X-ray diffraction technique has been widely used in industries and laboratories for residual 
stresses measurement. The XRD technique is based on the measurement of the crystallographic 
lattice deformation. According to Bragg conditions, a change in lattice spacing induce a shift of the 
diffracted X-ray angle [1]. Then, the strain and stress can be calculated from the peak shift. For 
decades, the traditional sin2 ψ method has been employed for stress calculation [2]. The dedicated 
diffractometer mainly use line detectors, most commonly Position Sensitive Scintillation Detectors 
(PSSD), in order to capture the scattered X-rays. In the case of stress-free isotropic polycrystalline 
material, X-rays are diffracted in all directions by the grains, giving form to a cone. The line 
detectors only capture a limited part of the scattered X-rays corresponding to two diffraction cone 
radii. In the case of plane-stress state, a minimum of two sample orientations are required for strain 
measurements [2]. 
In 1978, the cos α method was developed in Japan for stress calculation [3]. This method, also 
called the single exposure method, allows stress calculation by capturing the resulting diffraction 
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cone of a single incident X-ray beam via a 2D detector. The intersection of the diffraction cone with 
the area detector provides a ring named Debyer-Scherrer ring [1]. The introduction of new 2D 
photosensitive detectors, such as image plate (IP), and the development of powerful calculation 
algorithms, bring the cos α method up to date [4]. Since few years, portable apparatus equipped with 
IP allow quick residual stress measurements using the cos α method. 
The two presented XRD methods measure the elastic strain for a chosen diffraction peak 
corresponding to specific planes of atoms in the crystal structure. This family of planes does not 
necessarily have the same elastic constants than the bulk material; the latter being the expression of 
the average elastic behavior of all plane families. Therefore, the X-ray elastic constants (XEC) 
determination is needed for the chosen peak of the material subjected to X-ray residual stress 
measurement [5]. The XEC are determined by measuring the lattice strain of given crystallographic 
planes using a diffractometer while the specimen is subjected to constant axial loading. A wrong 
XEC value may underestimate the residual stress state, leading to non-conservative fatigue 
predictions [6, 7]. 
The present work aims at measuring the XEC with both methods on a quenched and tempered 
martensitic steel, and test their accuracy and repeatability. 
Stress analysis 
For both apparatuses, the scattered X-rays are recorded for a specific family of planes {hkl}. When 
the diffraction peaks have been fitted and the corresponding Bragg’s angles determined, the d-
spacing (also called the lattice spacing) {hkl}d can be calculated using the Bragg’s law. The strain is 









  (1) 
 
where {hkl}φψε  is the measured strain for the {hkl} planes for a specimen orientation referred by the φ 
and ψ angles, and {hkl}0d  is the d-spacing for an unstressed specimen, usually powder. The stress 
tensor is considered biaxial in the irradiated layer of material (which is about 5 μm thick in the case 
of steel). 
With the sin2 ψ method, the traditional equation for X-ray stress measurement is given as [8]: 
 {hkl} {hkl} 2 {hkl}
φψ 2 φ 1 11 22
1ε = S  σ  sin ψ + S (σ +σ ).
2
  (2) 
 
where ( ){hkl} {hkl} {hkl}21 2S = 1+ ν / E  and {hkl} {hkl} {hkl}1S = -ν / E  are the XEC for the family of planes 
{hkl}, 11σ  and 22σ  are the stress tensor components, φσ  is the stress in the φ direction, φ and Ψ 
angles are defined as the in-plane direction, and the angle between specimen normal and diffraction 
plane normal, respectively, as shown in Fig. 1. In Eq. 2, the strain {hkl}φψε  appears to be a linear 








φ {hkl} 2 {hkl} 2
2
ε εEσ  
1+ ν sin ψ 1 2S sin ψ
  (3) 
Eq. 3 shows that for the sin2 ψ method the stress φσ  is function of the XEC, 1 2
{hkl}
2S , and the linear 
regression between {hkl}φψε  and 2sin ψ . Therefore, the sin2 ψ method implies the measurement of 
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strains for different ψ angles provided by the tilt of the machine. By changing 0ψ , the angle between 
specimen normal and incident X-ray beam, the ψ angle will subsequently change as they are fixed 
together by the Bragg’s angle.  
 
 
Fig. 1: Schematic representation of a specimen and grains, specimen S and measurement φσ  
directions, diffraction cone, line detector and image plate. 
In the cos α method, the strain is determined by comparing the recorded Debye ring with the 
perfectly circular ring from an unstressed specimen. In fact, the strain along the normal to the 
diffraction planes varies with the ψ angle [1]. As the strain affects peak location, the Debye ring is 
not circular for specimen under stress. Eq. 4 expresses {hkl}αε  the parameter used to calculate the stress 
[9]: 
 
{hkl} {hkl} {hkl} {hkl} {hkl}
α α π+α -α π-α
1ε = [(ε - ε )+(ε - ε )].
2
  (4) 
 




-αε , and 
{hkl}
π-αε  are strains calculated at four points located at 90° on the Debye 
ring (as depicted in Fig. 1). The stress is calculated by varying α from 0° to 90° in order to cover the 
whole ring and is a linear function of the regression between {hkl}αε  and cos α. As a consequence, 







ε εE 1 1σ =
1+ sin2η sin2ψ cosα 1 2S sin2η sin2ψ cosαν
∂ ∂
∂ ∂
  (5) 
 
where 2η  is the Debye ring semi-angle.  
The data are obtained for a φ angle equal to zero to estimate the uniaxial stress. 
Experiment 
The comparison between the two residual stress calculation methods was performed while measuring 
the X-ray elastic constant of a martensitic steel. The micro-tensile specimen geometry is presented in 
Fig. 2c). Specimen was extracted from a rolled block and contour shapes were machined with a CNC 
machine. Then 1 mm thick specimen was sliced using a precision cutting machine Struers Secotom-
50. It was then manually polished using SiC papers (up to grade 1200) and a jig specially designed 
for thin specimens, allowing keeping parallelism between the two main faces. The specimen was 
electropolished as suggested by the ASTM standard [10]. The final specimen thickness was 
0.798 mm.  
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Fig. 2: Experimental setups: micro-tensile machine and optical extensometer paired up with: a) 
the Proto iXRD apparatus, b) the Pulstec μ-X360 apparatus, and c) specimen geometry 
presentation (dimension are given in mm). 
 
A Proto iXRD diffractometer was used to collect the diffraction peaks for the stress calculation via 
the sin2 ψ method, while the entire Debye ring was captured by a Pulstec μ-X360 apparatus for the 
cos α method. Both machines were equipped with Cr-tube (λ = 2.291 Å). The Kα doublet from 
{211} planes family were used due to their high Bragg’s angle (2θ = 156°), providing better 
accuracy on strain measurement. The Pulstec machine was set so that the 0ψ  angle is equal to 33.2° 
to capture the diffraction cone in a measurement of 30 s. The Proto apparatus was limited to seven 
different incident angles between ±13° (i.e. -23.6° ≤ ψ ≤ 23.6°), so the detectors do not hit the micro-
tensile machine. 30 exposures of 0.25 s were used for each one of the seven incident angles, resulting 
in a measurement time of 53 s. All diffraction peaks were fitted using Gaussian peak fitting. In order 
to determine the most accurate XEC, a 0.5x3 mm2 rectangular aperture was chosen for Proto iXRD 
and a 1 mm diameter aperture for Pulstec μ-X360, so the larger volume of diffracting material was 
used for each apparatus. The stresses were first assessed using Macro1 2 2S  = 6.50 E
-6 MPa-1 calculated 
from the macroscopic values. The XRD measurements were repeated six times for each loading 
condition to test equipment repeatability. 
A 5 kN micro-tensile machine, manufactured by Kammrath & Weiss GmbH, was paired up with 
the diffractometers in order to load the specimen in tension. Nine loading conditions were chosen 
from 0% to 70% of the yield strength, which has been previously determined by three macroscopic 
tensile tests. 
Micro-tensile tests were conducted under displacement control (displacement rate of 3 μm.s-1) and 
the displacement was stopped for the various loading dwells. The specimen elongation/contraction 
was continuously recorded by a Keyence LS-7030M optical extensometer during the whole 
experiment to assess the macroscopic strain. The experimental setup with the micro-tensile machine 
and the laser extensometer is presented in Fig. 2a) & b) when combined with the two XRD apparatus. 
Discussion and Results 
Fig. 3 presents the nominal stress-strain evolution applied during the experiment using Pulstec 
diffractometer. The plateaus correspond to the XRD measurement periods, i.e. the six measurement 
repetitions. The nominal stress and strain were found to be constant during these measurement 
periods. The difference in applied stress between the beginning of 1st measurement and the end of the 
6th is less than 1MPa in average, except for the highest loading condition where the load decrease by 
4.3MPa. This larger difference is due to a slightly sliding of the specimen in the grip for this specific 
condition. Nevertheless, the difference in load does not appear to be the main parameter affecting the 
stress measurement in this case as the lowest stress value was not measured for the 6th repetition. 
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Fig. 3: Nominal stress and nominal strain evolution during the measurements with Pulstec 
apparatus. 
 
Fig. 4: Presentation of measured stresses calculated with a) the sin2 ψ method (via Proto iXRD) 
and b) the cos α method (via Pulstec μ-X360), for the different loading conditions. 
Average stresses are plotted versus applied load, and are presented in Fig. 4 for the two stress 
calculation methods, therefore for the two diffractometers. The error bars correspond to a 95% 
confidence interval calculated using the Student’s law. For both graphs, the stresses measured during 
loading and unloading are depicted as red and blue plots, respectively. The straight solid line 
represents a reference line in the hypothetical case where the XEC values can be estimated with the 
macroscopic mechanical constants of the material. As depicted in Fig. 4a) & b), the various plots are 
not aligned with this reference line showing that 1 2 {211}2S  is different from the macroscopic XEC 
and has to be calculated to make the data slope fit with the reference line, as proposed by Munsi et al. 
[11]. The correction coefficients were found to be 1.067 for the measurements done with sin2 ψ 
method and 1.139 for the measurements done with the cos α method. This lead to two XEC for the 
{211} family of planes: 1 2 2{211}2 sin ψS = 6.93 ±0.32 MPa
-1 and 1 2 {211}2 cos αS = 7.40 ±0.1 MPa
-1. Errors 
are calculated using a 95% confidence interval for the linear regression coefficients. 
As exposed earlier in the Stress Analysis section, the XEC should be the same for both stress 
calculation methods. Consequently, the XEC previously determined should not differ from one 
measurement method to the next. Fig. 4 shows that the discrepancy of the results is lower with the 
cos α method, demonstrating a higher repeatability of this measurement. This may be due to the fact 
that in the current study the 2D detector captures 35 times more diffraction peaks, in a single 
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exposure, than the two line detectors. This provides more statistical data for the stress calculation. 
For sin2 ψ method (Fig. 4a)), the large difference in fitting curves for the loading and unloading 
conditions may show a low accuracy. This may be explained by a too small ψ angle scan for the 
sin2 ψ method, even if the volume irradiated was twice bigger for the Proto diffractometer.  
Conclusions 
The stresses measured by X-ray diffraction are in linear relation with the X-ray elastic constant. 
Therefore, a wrong XEC value may introduce a large bias in the measured stress. The use of a micro-
tensile machine to stress the specimen at given macroscopic loads permits to compare the sin2 ψ and 
the cos α methods for stress calculation, while accessing the XEC of the studied material. Depending 
on the methods used for the stress calculation, a large difference in material intrinsic constant can be 
found. In the present study, the cos α method via the 2D detector has shown a better measurement 
repeatability than the sin2 ψ method via the line detectors. 
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